[Fiber endoscopes with structureless image].
Approaches to the removal of mosaic by special decomposition, composition and image scanning are discussed. This provided 6 times larger volume of the information transmitted. A principle of choosing parameters for endoscope oculars is offered and pictures showing ways to bend their distal end are presented.